AZOTOMETER
369
B, which serves for cooling A after the decomposition. A is closed by a tightly fitting rubber stopper, through which passes the glass-tap tube /, which is connected by the rubber tube e to the first of the communicating tubes c and d. These tubes are placed in the cylinder C, filled with water, and containing
B
FIG. 134.
also a thermometer. Tube c is a gas-burette, holding 50 c.c.; d is the level-tube, connected at the top by a rubber tube with glass-tap g to the supply vessel A. This vessel and the tubes c and d are filled with water, which may be slightly coloured to
facilitate the reading.
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